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Cellulite is an important cosmetic problem for approxi-
mately 85% of postpubertal women.1,2 Pathogenesis of 
this condition involves subcutaneous fat extending into 
the dermis, altered connective tissue, and reduced micro-
circulation.3,4 Patients present with irregular skin dimpling 
and raised areas primarily on the thighs and buttocks; the 
surface of the affected skin is said to resemble cottage 
cheese or an orange peel. Cellulite may also be present on 
the upper arms, lower abdomen, and breasts, and it is 
found in both slim and obese patients, although the condi-
tion may be more noticeable in the latter.1,3

Anatomically speaking, cellulite has structural features 
that lend themselves as potential targets for treatment. 
Cellulite is characterized by a greatly-thickened hypoder-
mal fat layer and hypodermal fat lobules that extend 
upward into the dermis. The result is a herniated fat layer 

at the dermal-hypodermal interface. Ultrasound imaging 
has been used to view this interface5,6 and measure the 
thickness of the skin of the thigh and hips.5 Given that the 
acoustic impedance of the dermis differs greatly from that 
of the hypodermis, a high contrast is obtainable in a false-
color image. The nonhomogeneities of the dermis cause 
many reflections that make the image appear bright, 
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Abstract
Background: Cellulite is characterized by a thickened hypodermal fat layer, along with hypodermal fat lobules that extend upward into the dermis, 
expanding and stretching the fibrous septae that separate the fat lobules. Eventually, the septae sclerose, contract, and harden, holding the skin at an 
inflexible length while the surrounding tissue continues to expand.
Objectives: The author evaluates the efficacy, safety, and duration of clinical benefit associated with a pulsed laser that delivers 1440-nm energy to the 
dermal-hypodermal interface for the treatment of cellulite. The changes in the dermal structure that affect the appearance of cellulite are also examined.
Methods: Ten healthy women with cellulite on their thighs enrolled in a prospective Institutional Review Board–approved study conducted in the 
author’s private plastic surgery clinic. Patients received a single treatment with a 1440-nm pulsed laser. Energy was delivered to the subdermal tissue 
through a fiber that was designed for side firing and enclosed in a cannula. Treatment addressed the thickened hypodermal fat layer, hypodermal fat 
lobules that extended upward into the dermis, and fibrous septae by thermal subcision.
Results: The mean age of the patients was 47 years ± 5.4 years. Mean skin thickness (as shown by ultrasound) and skin elasticity were shown by 
objective measurements to increase significantly at one, three, six, and 12 months. Subjective physician and subject evaluations indicated improvement, 
high subject satisfaction, and minimal adverse effects.
Conclusions: In this study, a single treatment with the 1440-nm pulsed laser improved the appearance of cellulite, an improvement that persisted 
through at least one year of follow-up with minimal adverse effects.
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whereas the more homogeneous hypodermis makes the 
image appear dark.6 In a study of 44 patients, Querleux5 
obtained cross-sectional images showing hypodermal her-
niations into the dermis in women with cellulite.

The hypodermal fat layer in skin is normally divided 
into chambers by fibrous connective tissue septae that are 
perpendicular to the skin surface. The fibrous tissue 
strands extend from the dermal layer, through the hypo-
dermal fat layer, and connect to the underlying muscle 
layer. When cellulite is present, the percentage of fibrous 
septae (versus adipose tissue) is higher than normal. 
Cellulite is therefore associated with not only increased 
adipogenicity but also altered connective tissue.7-11

A time-honored treatment for cellulite is massage. This 
technique is directed toward impaired microcirculation. 
Developed in France during the 1970s, the Endermologie 
ESI (LPG Systems, Valence, France) mechanically mobi-
lizes subcutaneous fat and improves lymphatic drainage 
by kneading the skin between two revolving rollers. The 
procedure is usually performed twice weekly for 15 ses-
sions.12 Evidence to support its efficacy is not strong,3 
possibly because at the time of these studies, ultrasound 
and magnetic resonance imaging were not yet used to 
measure efficacy of cellulite treatments.

An assortment of noninvasive devices has been approved 
by the Food and Drug Administration for temporary improve-
ment in the appearance of cellulite, including the VelaSmooth 
system (Syneron Medical Inc., Irvine, California) and TriActive 
system (Deka, Florence, Italy). The VelaSmooth system com-
bines 700-nm light with bipolar radio frequency energy and 
mechanical manipulation of the skin and fat. Heat generated 
by the light and radio frequency energy may increase the dis-
sociation of oxygen from oxyhemoglobin and its subsequent 
diffusion to fat tissue.13 The mechanical manipulation of the 
skin improves circulation and may stretch the connective tis-
sue bands that surround the adipose tissue.14 Twice-weekly 
treatment for six weeks has resulted in thigh circumference 
reduction and visual improvement.15 The TriActive system 
relies on six 809-nm diode lasers, localized cooling, and 
mechanical massage. The laser energy stimulates blood and 
lymphatic flow and neovascularization. Contact cooling 
reduces edema, and massage mobilizes fluids by stimulating 
lymphatic drainage. Two to three treatments weekly for a 
total of 12 to 15 sessions have been suggested.16

Other devices include a handheld system that kneads the 
skin, an 810-nm diode laser that also massages, a suction and 
mechanical massage device with 650-nm light and 915-nm 
laser energy, and a vacuum massage device, with or without 
a 660- to 880-nm probe or 880-nm light pad.17 Subcision,18,19 
mesotherapy and injection lipolysis,20,21 ultrasound- and 
laser-assisted liposuction,21 radiofrequency,22 topical amino-
phylline,23 and retinol24 are other available modalities for the 
treatment of cellulite. These modalities have advantages and 
disadvantages,25 and most require multiple treatments.

One goal of most noninvasive cellulite treatments is to 
eliminate the fat protruding into the dermis and modify 
the connective tissue that permits these fat herniations. 
Mesotherapy has been shown to temporarily reduce these 
fat protrusions and flatten the dermal-epidermal interface.6 

However, the improvement lasts only a few months 
because the adipocytes regrow into the dermis. Subcision, 
an invasive treatment, is another option.19 A tribeveled 
hypodermic needle is inserted into the skin, and the sharp 
edges of the needle are moved back and forth to break the 
strands of connective tissue that secure the fat herniations 
to the underlying muscle layer. Although this treatment 
frees the skin surface, making the skin appear even and 
smooth, it does not alter the pockets of fat that penetrate 
the dermis. Therefore, the broken strands eventually 
reconnect to the dermis and muscle in the same fashion.

This study evaluates the efficacy, safety, and duration of 
clinical benefit associated with a pulsed laser that delivers 
1440-nm energy to the dermal-hypodermal interface for the 
treatment of cellulite (CelluLaze, Cynosure, Inc., Westford, 
Massachusetts). Other energy-based devices emit light that 
must penetrate the upper layers of skin to reach the lower 
layers, and the skin may be cooled during treatment. With 
this system, however, energy does not penetrate the upper 
layers, because it is delivered internally with a fiber, thus 
making it possible to (1) break the hypodermal septa by 
thermal subcision, (2) thermally denature the adipocytes 
that protrude into the dermis, (3) thicken and tighten the 
skin by stimulating synthesis of new collagen at the dermal-
hypodermal junction, and (4) selectively melt hypodermal 
adipocytes in the risen areas of the skin.

Methods
Treatment Protocol
Ten healthy women with moderate-to-severe cellulite on 
their thighs (lateral, posterior, or both) enrolled in a pro-
spective study conducted during 2009-2010 at the author’s 
private plastic surgery clinic and approved by an inde-
pendent Institutional Review Board (Plantation, Florida). 
All patients provided signed informed consent.

Medical histories were reviewed, and participants 
underwent a preoperative physical examination and chem-
istry test panel. Exclusion criteria included previous treat-
ments (surgical and nonsurgical) for cellulite; a history of 
thrombophlebitis, acute infections, heart failure, or keloid 
formation; recent antiplatelet, anticoagulant, thrombo-
lytic, vitamin E, or anti-inflammatory therapy; intolerance 
to anesthesia or photosensitive medications; pregnancy, 
planned pregnancy, or lactation; and inability to maintain 
a diet and exercise routine during the study period.

One day before treatment, patients were weighed, pho-
tographed, and given oral antibiotics (500mg Keflex; Eli 
Lilly and Company, Indianapolis, Indiana). Patients were 
also instructed to continue antibiotics for seven days after 
treatment. Skin thickness (ultrasound) measurements, 
elasticity measurements, and three-dimensional photogra-
phy were also conducted. Cellulite was evaluated with the 
patient in a standing position. On the day of surgery, dim-
ples and raised areas were delineated with surgical mark-
ers of different colors to help the treating physician locate 
these areas with the patient in a supine position during 
treatment.
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Participants received a single treatment with the 
CelluLaze system, with the power setting at 8 to 10 W and 
pulse frequency at 40 Hz. Energy was delivered to the 
subdermal tissue through a 600-µm “side-firing” fiber 
(SideLight 3D, Cynosure, Inc.) enclosed in a 1-mm can-
nula and extending 1 to 2 mm beyond the distal end of the 
cannula. Skin surface temperature was monitored with a 
thermal camera (ThermaCAM E45, FLIR, Niceville, 
Florida). Surface temperatures reached 40°C and 42°C 
during treatment. Delivered energy ranged from 300 J for 
raised areas and dimples measuring 3 × 3 cm to 600 J for 
raised areas and dimples measuring 5 × 5 cm. If neces-
sary, an ice pack was placed to cool the skin in the surgical 
field. A temperature-sensing cannula (ThermaGuide, 
Cynosure, Inc.) attached to the laser cannula monitored 
and maintained an average subdermal temperature below 
47°C.

The side-firing fiber (Figure 1) is designed to deliver 
roughly half its laser energy normal to the fiber axis while 
the remaining energy moves forward along the fiber axis. 
This design utilizes the high water and lipid absorption of 
the 1440-nm pulsed laser to form a transient bubble on the 
distal tip, which then creates an air-glass interface in the 
tissue and deflects the beam. This feature permits more 
targeted delivery of laser energy to the structures of inter-
est. An accelerometer (SmartSense A, Cynosure, Inc.) 
attached to the laser hand piece ensured uniform delivery 
of energy during treatment by causing the energy level to 
decrease (if the motion of the hand piece slowed) or 
increase (if the hand piece was moved more rapidly); if the 
hand piece stopped moving, energy delivery ceased within 
0.2 seconds.

All procedures were carried out by a single surgeon 
(B.E.D.). Only one thigh of each patient was treated. The 
untreated thigh acted as a control because of the inherent 
intrasubject variability in cellulite severity. The target area 
was divided into square sectors (5 × 5 cm; see Figure 2), 
and each sector was treated individually. Incision areas 
were given topical lidocaine (if necessary) and cleaned with 

povidone-iodine antiseptic (Betadine) before infusion of 
tumescent lidocaine solution. Two to four 1-mm incisions 
were made with a trocar or blade under standard-of-care 
conditions for introducing the laser cannula. In sum, 50 to 
80 mL of the tumescent anesthesia mixture (50 mL of 1% 
lidocaine [without epinephrine], 1 mg epinephrine per liter 
of warm normal saline, and 12 mL of 8.4% sodium bicar-
bonate) was infused into each sector, to a maximum total 
volume of 1 L. The laser cannula was then inserted through 
one of the incisions close to the target area. A red aiming 
beam from a He:Ne laser source permitted the physician to 
visualize the tip of the fiber during treatment. The cannula 
was gently positioned below the skin surface. At this stage, 
the procedure was divided into three steps, with the fiber in 
the down, horizontal, and up positions. The fiber was 
placed in the down position (1-2 cm beneath the skin) to 
melt the excess hypodermal fat, in order to minimize its 

Image reprinted with permission from Cynosure, Inc.

Figure 1.  The side-firing fiber used in this study. It delivers 
approximately half its laser energy perpendicular to the fiber 
axis as the other half moves forward along the axis. The 
transient bubble on the distal tip creates an air-glass interface 
in the tissue and deflects the beam.

Figure 2.  Pretreatment markings with the patient in the 
standing position (squares, 5 × 5 cm). Dimples are shown 
in red and raised areas in green.

Figure 3.  In the first treatment step, the laser fiber is placed 
in the down position to melt the excess hypodermal fat. 
Illustration courtesy of Cristi DiBernardo.
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expansion into the dermis and reduce the irregularity of the 
dermal-hypodermal interface (Figure 3). Once in place, the 
cannula-fiber unit was moved back and forth in a fanlike 
pattern until the delivered energy totaled 300 to 600 J 
(again, depending on the dimensions of the risen areas in 
the sector undergoing treatment). When all selected raised 
sectors were treated, the fiber position was changed to 
horizontal to direct the side-firing energy parallel to the skin 
surface (rather than perpendicular). In this step, energy was 
delivered only to areas premarked as dimples when patients 
were standing. Each sector containing dimples or cellulitic 
dimpling was retreated with the horizontal fiber moving in 
the same fanlike pattern and in the same plane. This step 
was carried out to thermally subcize the septal tissue 
strands connecting the dermal and muscle layers (Figure 4). 
The end point in this second step was the loss of resistance 
as the cannula passed through the tissue, indicating that the 
septa no longer connected the dermal and muscle layers. 
The fiber was then set at up and positioned 2 to 3 mm 
below the skin surface, just under the dermal-hypodermal 
interface. All sectors were then uniformly treated to smooth 
the dermal-hypodermal layer by heating (and melting) the 
fat in the dermal invaginations, to increase skin elasticity 
and stimulate fibroblasts for collagen remodeling to increase 
dermal layer thickness during the months after treatment 
(Figure 5). Total time (including pretreatment and postreat-
ment care) was approximately 90 minutes, depending on 
the area treated.

When laser treatment was completed, the liquefied adi-
pocytes were removed by gently squeezing the incision- 
point tissue. A rolled-up towel or medical roller was 
sometimes utilized to facilitate the process. Standard pres-
sure dressings were applied to the treated areas, and par-
ticipants were instructed to wear a compression garment for 
the next two to three weeks.

Posttreatment Analysis

Treatment efficacy was assessed with high-resolution digital 
photography, subjective patient and physician evaluations, 
and measured changes in skin elasticity and thickness. 
Photographs (Nikon D80, Nikon Inc., Garden City, New 
York) were obtained at baseline and at one, three, six and 12 
months after treatment under standardized conditions of 
lighting, magnification, background, exposure time, and 
position. Surface images were further analyzed with Vectra 
3D imaging software from Canfield Scientific, Inc. (Fairfield, 
New Jersey). Posttreatment evaluations were made at one 
week and one, three, six and 12 months. At the one, three, 
six and 12-month follow-up visits, physician and patients 
both rated the posttreatment evaluation results on a ques-
tionnaire form.

Skin elasticity was assessed with a device (DermaLab 
Elasticity Module, Cortex Technology, Hadsund, Denmark) 
equipped with a suction cup probe. When the probe was 
attached to the skin with light adhesive, negative pressure 
drew the skin first to a lower level and then to a higher 
level. The skin experienced tensile mechanical stress as 
this occurred. The negative pressure difference between 
the upper and lower levels provided a measure of skin 
elasticity.26 Elasticity at each time point was determined 
by calculating the skin-tightening indicies (Y) according to 
the following equation:

Y = α(∆p/∆x),

where α is a fixed system constant based on the geom-
etry of the detecting suction probe, Δp is the difference 
in negative pressure (in millimeters of mercury) between 
the upper and lower level, and Δx is the distance between 

Figure 4.  In the second treatment step, the laser fiber is 
placed in the horizontal position to thermally subcize the 
septal connective tissue strands connecting the dermal and 
muscle layers. Illustration courtesy of Cristi DiBernardo.

Figure 5.  In the third treatment step, the laser fiber is placed 
in the up position to smooth the dermal-hypodermal layer, 
increase skin elasticity, and stimulate collagen remodeling to 
increase dermal layer thickness. Illustration courtesy of Cristi 
DiBernardo.
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the upper and lower detectors (in millimeters).26 Because 
Δx is constant, Δp is a direct measurement of the skin-
tightening index. If the skin-tightening index was higher at 
one month than at baseline, skin elasticity had increased 
during the one-month period.

Skin thickness in each sector was measured with a 
20-MHz high-frequency ultrasound probe (DermaScan C, 
Cortex Technology).6 Ultrasound images of the dermis 
(bright) and hypodermis (black) were taken at baseline 
and at one, three, six and 12 months.

Significance of body weight and body mass index 
(BMI) changes before treatment and at the one-year fol-
low-up evaluation was determined by the Wilcoxon signed 
rank test, with p < .05 as the cutoff level. Significance of 
skin thickness and elasticity increases compared to base-
line were evaluated by a paired t-test, with p < .01 as the 
cutoff level.

Results

The mean age of the patients was 47 ± 5.4 years. They 
were Caucasian (n = eight) and Hispanic (n = two), with 

Fitzpatrick skin types II (n = nine) and III (n = one). 
Median pretreatment body weight and body mass index 
were 156.1 lbs ± 18.2 (interquartile range, a measure of 
dispersion; 70.80 ± 8.3 kg) and 25.0 ± 2.45, respectively. 
Body weight was recorded pretreatment and at each fol-
low-up point. Median body weight and BMI values did not 
differ significantly before treatment and at the one-year 
follow-up evaluation for patients who completed the one-
year study (n = six).

Skin Thickness

All participants achieved an increase in skin thickness com-
pared to baseline. Mean increases were significant (p < .01) 
at each time point (Table 1). In one patient, skin thickness 
increased to 48% at one month, 44% at three months, and 
32% at six months. Skin thickness increases reached a mini-
mum at six months and increased to the one-month value at 
12 months (Figure 6). Increased dermal thickness was also 
shown by ultrasound (Figure 7).

Skin Elasticity

All patients except one achieved an increase in skin elas-
ticity at each time point. The exception (Participant 8) 

Table 1.  Mean Percentage Increases in Skin Thickness and Elasticity at 
1, 3, 6, and 12 Months

Months
Thickness 

(%) p Elasticity (%) p

  1 25 < .001 26 < .001

  3 24 < .001 33 < .001

  6 18 < .001 30 < .001

12 25 .0093 29 .0209
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Figure 6.  Mean percentage increases in skin thickness 
from baseline during the one-year study period. For one 
participant, baseline and one-year skin thicknesses were 
1.69 and 1.99 mm, respectively. Percentage increases from 
baseline were calculated as follows: (1.99 – 1.69) / 1.69 = 
0.30 / 1.69 = 0.175 = 18% increase.

Figure 7.  Ultrasound images of the dermis (green), 
hypodermis (black), and dermal-hypodermal interface 
showing fat herniations into the dermis at baseline (left) 
and a smoother interface six months after treatment (right). 
Dermal thickness is increased at six months. The vertical 
measured length is 12 mm in each image. Skin thickness 
was determined with a boundary detection program that 
calculated the average skin thickness over the 12-mm length.
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achieved a 14% reduction in elasticity at six months and 
an increase at all other time points. Increases were sig-
nificant (Table 1). Elasticity increased up to 47% at one 
month, 64% at three months, and 73% at six months. 
Mean increases in elasticity are shown in Figure 8.

Efficacy and Safety

Subjective physician and patient evaluations were favora-
ble for both safety and efficacy of the procedure.

Physician evaluation. Firmness, overall cellulite reduction, 
skin texture, and overall improvement at one year were 
graded by the author on a five-point scale for seven partici-
pants with one-year data (0, worse; 1, poor; 2, moderate; 3, 
good; 4, excellent). Mean scores were 3.4 for firmness, over-
all reduction, and overall improvement and 3.9 for skin 
texture. Swelling was graded on a four-point scale, and the 
mean score was 0.0. Mean scores for cellulite reduction, 

skin texture, and patient satisfaction at three months, six 
months, and one year are shown in Figure 9. Scores at one 
year were roughly equal to or greater than those at three 
and six months, indicating that treatment benefit as per-
ceived by the physician persisted at least one year.

Patient evaluation. Prolonged discomfort, bruising, swell-
ing, and numbness were evaluated by seven patients at 
one year on a scale from 0 to 3. Mean scores were low and 
ranged from 0.0 to 0.3 for each parameter. All issues 
resolved within three months. Overall firmness was rated 
higher, at 2.0. As shown in Figure 10, overall reduction of 
cellulite was rated as 3.2, skin texture improvement as 3.0, 
and patient satisfaction as 3.7 at one year; all these param-
eters were scored on a scale of 0 to 4. For reduction of 
cellulite and skin texture, scores at one year were roughly 
equal to those at three and six months, whereas patient 
satisfaction reached a maximum at one year. These results 
suggest that treatment benefit, as perceived by patients, 
persisted at least one year.

Clinical results are shown in Figures 11-17.

Discussion

This study suggests that a single treatment with the 1440-
nm pulsed laser safely improves the appearance of cellulite 
and that the improvement persists for at least one year. The 
side-firing fiber enabled the laser operator to treat three 
structural features of cellulite: (1) the uneven dermal- 
hypodermal interface, by melting the hypodermal fat to 
prevent its expansion into the dermis; (2) the connective 
tissue strands (septa) connecting the dermal and muscle 
layers, by thermally subcizing them; and (3) the dermal 
layer, by heating to increase its thickness, tighten the skin, 
and stimulate collagen remodeling. This interpretation is 
supported by objective measurements of skin thickness and 
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Figure 8.  Mean percentage increase in skin elasticity from 
baseline during the one-year study period.
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Figure 9.  Physician-graded reduction in cellulite, skin 
texture, and patient satisfaction at three months, six months, 
and one year, each graded on a five-point scale (0, worse; 
1, poor; 2, moderate; 3, good; 4, excellent). Skin texture 
reached a maximum at one year.
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Figure 10.  Patient-graded reduction in cellulite, skin texture, 
and satisfaction at three months, six months, and one year. 
Each was graded on a five-point scale (0, worse; 1, poor; 2, 
moderate; 3, good; 4, excellent). Patient satisfaction reached 
a maximum at one year. All seven patients who completed 
the study would recommend the procedure to their friends.
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elasticity, subjective physician and patient evaluations, and 
clinical photographs before and after treatment.

Previous modalities have demonstrated limited efficacy 
and duration because they address only one or two of the 

multiple structural features of cellulite. The Endermologie 
device mechanically mobilizes subcutaneous fat and 
improves lymphatic drainage, but it does not address the 
septa, denature subcutaneous fat, tighten skin, or stimulate 

Figure 11.  The left lateral thigh of a 37-year-old woman treated with the 1440-nm laser. The dotted line encloses the treatment 
area at (A) baseline, (B) three months, (C) six months, and (D) one year after treatment.
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Figure 12.  The left posterior thigh of a 47-year-old woman treated with the 1440-nm laser. The dotted line encloses the 
treatment area at (A) baseline, (B) three months, (C) six months, and (D) one year after treatment.
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collagen remodeling, thus explaining why the effects  
are temporary and up to 15 sessions are recommended.12 
The VelaSmooth system may stretch the connective tissue 

surrounding the fat, but stretched connective tissue will 
eventually regain its unstretched orientation, which may 
explain why the duration of clinical effects is short and 

Figure 13.  The right lateral thigh of a 46-year-old woman treated with the 1440-nm laser. The dotted line encloses the 
treatment area at (A) baseline, (B) three months, (C) six months, and (D) one year after treatment.
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repeat treatments are required. These limitations apply to 
all devices that rely completely or in part on mechanical 
manipulation of tissue. Laser energy applied to the skin 
surface stimulates blood and lymphatic flow and neovascu-
larization, but the energy must penetrate the upper layers 
of skin to reach the lower layers, and the skin must be 
cooled during treatment, thus limiting its effect on collagen, 
fat, and connective tissue. The device studied here over-
comes these limitations by introducing laser energy into the 
lower layers of skin so that the energy is directed against the 
specific causes of cellulite. This three-pronged approach 
explains the much-greater duration of effect compared to 
other modalities and the necessity of only a single treat-
ment.

Heating the dermal layer with the laser fiber in the up 
position had several effects. One was to smooth the dermal-
hypodermal interface by disrupting herniated fat in the 
dermal layer. Ultrasound images at baseline and one, three, 
six, and 12 months show the rapid improvement in smooth-

ness of the interface at one month and demonstrate that 
most of the benefit persists for at least one year. Resolution 
of the uneven interface is attributed to thermal destruction 
of the intruding adipocytes. Another effect was to stimu-
late collagen deposition and remodeling, which increased 
the dermal thickness and skin elasticity. Ultrasound and 
elasticity measurement showed that skin thickness and 
elasticity increased at one month and persisted for at least 
one year. One belief is that a thicker and more elastic der-
mis helps flatten the skin and smooth the surface, thereby 
improving the appearance of cellulite.

The increase in thickness reached a minimum at six 
months. This may be due to the posttreatment edema, which 
slightly inflates the dermis and affects the thickness measure-
ment. Edema was resolved after six months; however, the 
deposition and reorganization of new collagen was still in 
process at one year, so the dermis was thicker at six months. 
An elasticity measurement device showed that posttreatment 
elasticity continued to increase for at least one year.

Figure 14.  Untextured before/after surface data based on Vectra 3D Analysis (Canfield Scientific Inc., Fairfield, New Jersey) 
are spatially registered for consistent evaluation of changes in surface geometry. Treatment areas are enclosed by four green 
dots (pretreatment, left; one-year posttreatment, right). The posttreatment image shows clear improvement (smoothing) in the 
skin surface of the thigh.
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Ultrasound has been recommended to evaluate the effi-
cacy of cellulite treatments.12 In one study, ultrasound 
cross-sectional images were used to monitor the effective-
ness of cellulite treatment by revealing changes in the 
smoothness of the dermal-hypodermal interface over 
time.6 In that protocol, patients received three treatments 
per week during the three-month study period, and ultra-
sound images before and after massage treatment showed 
a reduction in irregularity of the interface. When the treat-
ments stopped, the dermal-hypodermal interface gradually 
became more irregular over several months, indicating 
that massage provided only temporary benefits.

Cellulite is associated with a high percentage of 
fibrous septae perpendicular to the skin surface.8,11 This 
condition creates dimples and bumps in the skin (raised 
areas) in patients with cellulite (especially, women) due 
to fat retention within the fibrous septal compartments.11 
In this study, the laser cannula was moved back and 

forth with the fiber in the horizontal position to reduce 
dimples and raised areas on the skin. The coagulation 
caused by the heat, as distributed by the laser fiber mov-
ing in the hypodermis, stimulated collagen deposition in 
a more horizontal pattern over time, thereby reducing the 
likelihood of cellulite recurrence.

Destruction of conjunctive septa was the basis for the 
subcision procedure shown to smooth cellulite-affected 
skin in a 232-patient study.19 Although patient satisfaction 
in that study was high, all patients experienced pain, 
bruising, and hemosiderosis that persisted for up to 10 
months. Ninety percent of patients had bruises that were 
painful for a maximum of four months, and 14% reported 
“an excessive elevation of the treated areas.” Hemosiderosis-
induced hyperpigmentation that lasted for two to 10 months 
was also observed in all treated patients.

Unlike subcision, the 1440-nm laser energy ruptures 
the conjunctival septa thermally rather than mechanically. 

Figure 15.  The treatment area of the thigh is further assessed quantitatively with analysis software (Vectra 3D Analysis, 
Canfield Scientific Inc., Fairfield, New Jersey). Total surface volume and height are measured against a fitted Bezier reference 
plane. Total surface height is represented with a color-contour map, and total volume is calculated by building a difference 
model (pretreatment, left; one-year posttreatment, right).
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A mechanical rupture eventually heals, and the fibers 
reconnect the upper dermal and lower muscle in the same 
fashion. Heat, however, not only disconnects the septa but 
also stimulates the development of collagen in an ana-
tomical area that may form a scarlike splint between the 
upper and lower portions of the septa and, thus, a more 
horizontal reconnection.

Adverse effects with the 1440-nm laser procedure were 
limited to discomfort, bruising, swelling, and numbness, 
the severity of which was mild and the resolution of which 
was complete within three months for all patients. 
Treatment-induced burns were not observed in this study, 
because temperature was monitored in real time with a 
thermal camera on the skin surface and internally during 
treatment. The treatment end point was the number of 
joules of energy delivered rather than the skin surface 
temperature. Clinical outcomes and the minimal adverse 

effects suggest that 32 to 68 J/cm2 (800 to 1700 J per 
square sector [5 × 5 cm]) is a reasonable energy density 
to achieve efficacy while minimizing damage to vascular/
lymphatic structures and hardening of fatty tissue.27

Several procedural cautions must be emphasized. First, 
the treatment end point is the number of joules of energy 
delivered to the tissue, rather than the skin surface tem-
perature. Second, the appropriate energy per unit area is 
32 to 68 J/cm2; additional energy may cause tissue hard-
ening secondary to fat necrosis and seroma. Third, the 
temperature-monitoring device should never be set higher 
than 47°C. Last, each patient should be evaluated imme-
diately after treatment for complications.

The strengths of this study are the objective and subjec-
tive data showing the persistence of clinical benefit for up  
to one year. The objective measurements of skin thickness 
and elasticity, along with the patient photographs, provide 

Figure 16.  Surface data based on Vectra 3D Analysis (Canfield Scientific Inc., Fairfield, New Jersey) allow clinical evaluators to 
optimize their perspectives of the target area by rotating and zooming the models in much the same manner that one clinically 
assesses the patient, by physically moving oneself or the patient. However, unlike clinical assessment with the patient, comparison 
of multiple time points may be accomplished with registered and synchronized three-dimensional data. Presented here is an example 
of how a change in perspective enhances appreciation of a feature (pretreatment, left; one-year posttreatment, right).
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conclusive evidence of the efficacy of the 1440-nm pulsed 
laser for the treatment of cellulite. Limitations of this pre-
liminary study include the small number of patients. The 
encouraging results of the present study warrant future stud-
ies with more patients and cellulite of greater severity to 
further optimize treatment parameters.

Conclusions

A single treatment with the 1440-nm pulsed laser improved 
the appearance of cellulite in this preliminary study of 10 
patients. Mean skin thickness and skin elasticity were 
shown by objective measurements to increase significantly 
at one, three, six, and 12 months. Subjective physician and 
patient evaluations indicated improvement, high patient 
satisfaction, and minimal adverse effects. Improvement 
persisted for at least one year.
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